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Two  Initial  aspects  of  the  Phase  I  SBIR  contract  have  been 
addressed.  The  technical  details  of  mechanical  and  electrical 
configurations  have  been  solved  and  some  initial  testing  has 
been  performed  on  the  electrical  components.  The  progress  is 
described  in  more  detail  below. 


COMPOMEMT  SELECTIOM  AMD  DESICM  TECHMIQDES 


The  technical  problems  of  determining  the  best  methods  for 

C 


building  the  optlcal/^f eedback-based  light  source  have  been 
solved  through  procurement  of  the  optimal  components  and 
development  of  adequate  design  techniques.  The  detectors  that 
have  been  selected; and  purchased  are  UV-IOOB,  (chips)  from  EG  & 
G  Electro  Optics  division.  These  de tector^exhl bi t  good 
thermal  stability  at  660nm  wavelength.  The  light  emitting 
diodes  (LED's)  are  elliptical  devices  with  peak,  output  of  660nm 
and  a  half-power  bandwidth  of  23nm.  These  are  the  same 
detectors  and  basically  the  same  light  source  as  presently  used 
in  the  Sea  Tech  transmlssometers  except  in  chip  form.  ^Figure  1 
shows  the  method  which  has  been  developed  for  the  mounting  and 
configuration  of  the  source  and  detector.  An  elliptical  LED 
has  been  chosen  so  as  to  present  a  circular  cross  section  when 
placed  at  a  45^  angle  to  both  the  detector  and  the  source 


pinhole.  Headers  and  caps  have  been  purchased  and  a  method  for 


mounting  the  detectors  has  been  developed.  Silver  epoxy  of 
high  viscosity  will  be  used  for  mounting  the  chips.  Tests  of 
curing  times  and  temperatures  have  been  performed  on  this 
conducting  adhesive  to  assure  satisfactory  mechanical  and 
electrical  Integrity.  Some  progress  has  also  been  made  on 
potting  the  entire  assembly  with  an  optically  clear  epoxy. 

IMITIAL  TESTIiiG 

The  prevailing  concept  of  this  Phase  1  SBIR  contract  Is 
that  the  t ransmlssometer  accuracy  can  be  greatly  enhanced 
through  the  use  of  matched  detectors  In  a  feedback  scheme  with 
the  light  source.  The  degree  of  accuracy  Is  therefore  dictated 
by  the  matching  of  the  detectors.  An  Integral  part  of  this 
research  Involves  the  testing  of  the  detectors.  Tests  have 
been  performed  to  determine  the  simultaneous  response  of  two 
Independent  UV-IOOB  detectors.  Using  an  LED  source  Identical 
to  the  one  chosen  for  the  final  configuration  the  simultaneous 
output  of  the  two  detectors  was  monitored  at  varying 
temperatures.  These  tests  show  that  the  detectors  are  matched 
at  660nm  to  within  O.IZ  over  the  range  of  0°  to  20°C. 
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FIGURE  1 


